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[Abstract] Bacteria release cysteine to moderate the size of their intracellular pools. They can also 

evolve hydrogen sulfide, either through dissimilatory reduction of oxidized forms of sulfur or through the 

deliberate or inadvertent degradation of intracellular cysteine. These processes can have important 

consequences upon microbial communities, because excreted cysteine autoxidizes to generate 

hydrogen peroxide, and hydrogen sulfide is a potentially toxic species that can block aerobic respiration 

by inhibiting cytochrome oxidases. Lead acetate strips can be used to obtain semiquantitative data of 

sulfide evolution (Oguri et al., 2012). Here we describe methods that allow more-quantitative and 

discriminatory measures of cysteine and hydrogen sulfide release from bacterial cells. An illustrative 

example is provided in which Escherichia coli rapidly evolves both cysteine and sulfide upon exposure 

to exogenous cystine (Chonoles Imlay et al., 2015; Korshunov et al., 2016).  
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[Background] Reduced sulfur species are generated by microbes through several routes. 

Sulfate-reducing bacteria exploit the reductive process as an integral part of energy generation. Other 

bacteria release sulfide as a by-product of either the deliberate or adventitious degradation of sulfur 

species, including cysteine. We have observed that cysteine itself is excreted when intracellular levels 

are abnormally high, a situation that can occur through uncontrolled amino acid import or dysregulation 

of cysteine synthesis. These sulfur species are unusually reactive, as they bind metals with high avidity 

and also are among the few biomolecules that react chemically with molecular oxygen. The upshot is 

that reduced sulfur compounds can exert important effects upon cells. Hence, it can be important to 

track the dynamics of reduced sulfur compounds in a variety of contexts. 
  Thiol agents–notably, 5,5-dithiobis (2-nitrobenzoic acid) (DTNB)–provide good spectroscopic probes 

of thiol concentrations. Unfortunately, they do not discriminate between organic thiols like cysteine and 

inorganic species like hydrogen sulfide. The evolution of the latter species has often been detected 

using lead acetate strips, which are suspended in the head space over sulfide-generating cultures. 

However, this method is slow and non-quantitative. For that reason, we have leveraged the volatility of 

hydrogen sulfide so that standard dyes can allow sulfide and organic thiols to be distinguished as they 

are generated in lab cultures. The methods are simple, quick, and sensitive. 
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Materials and Reagents 
 

1. 10 ml test tubes, as necessary (Fisher Scientific, catalog number: 14-961-27) 

2. Polypropylene tubes, 2 ml, as necessary (Denville Scientific, catalog number: C2170)* 

3. Polypropylene 2 ml tubes, as necessary (see Material and Reagents #2)** 

4. Parafilm* (Bemis, catalog number: PM996) 

5. Pipette tips (1,000 μl; 200 μl) (Corning, catalog number: 4846; USA Scientific, catalog number: 

1111-1006) 

6. Cylinder with compressed air (AirGas Mid-America, breathing quality grade D) 

7. Cylinder with compressed nitrogen (AirGas Mid-America)** 

8. 50 ml flasks (Corning, PYREX®, catalog number: 4442-50) 

9. Flask closures (Fisher Scientific, catalog number: 05-888) 

10. Bacterial cell culture 

11. Ethylenediamine tetraacetic acid, disodium salt, dihydrate, EDTA (Fisher Scientific, catalog 

number: S311) 

12. Cystine dihydrochloride (Sigma-Aldrich, catalog number: C2526) 

13. 5,5-Dithiobis (2-nitrobenzoic acid), DTNB (Sigma-Aldrich, catalog number: D8130) 

14. 4-Amino-N,N-dimethylaniline, DMPDA (Sigma-Aldrich, catalog number: 07750) 

15. Ferric(III) chloride hexahydrate (Sigma-Aldrich, catalog number: F2877) 

16. Potassium phosphate, mono- or dibasic (Fisher Scientific, catalog numbers: P284, P288) 

17. Ethanol, 100% (Decon Labs, catalog number: 2716) 

18. Potassium hydroxide (Fisher Scientific, catalog number: P250) 

19. Glucose (Fisher Scientific, catalog number: D16) 

20. Ammonium sulfate (Fisher Scientific, catalog number: A702) 

21. Sodium citrate (Fisher Scientific, catalog number: S279) 

22. Hydrochloric acid (Sigma-Aldrich, catalog number: H1758) 

23. Sodium sulfide nonahydrate (Sigma-Aldrich, catalog number: S4766) 

24. Magnesium sulfate heptahydrate (Fisher Scientific, catalog number: M63) 

25. Deionized water (University of Illinois deionizing system) 

26. Stock solutions (see Recipes) 

Notes: 

*These items are for DMPDA-based measurements. 

**These items are for DTNB-based measurements. 

 

Equipment 
 
A. For DMPDA-based measurements 

1. Pipettors, 1 and 0.2 ml (Mettler-Toledo, Rainin, catalog numbers: 17014382, 17014384) 

2. Microcentrifuge (Fisher Scientific, model: accuSpinTM Micro 17, catalog number: 13-100-675) 
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3. Spectrophotometer (Beckman Coulter, model: DU-640) 

4. Shaking water bath (New Brunswick Scientific, model: G76D) 

5. Heater (Fisher Scientific, catalog number: 11-718) 

 

B. For DTNB-based measurements 

1. Two 125 ml gas washing bottles with coarse fritted discs (Corning, PYREX®, catalog number: 

31760-125C) 

2. Water bath (Shel-Lab, VWR, model: Model 1250) 

 
Procedure 
 

A. Measurement of excreted organic thiols 

1. Grow E. coli cultures (> 5 ml) to OD 0.1 in a medium that contains sulfate as the sole sulfur 

source, such as minimal A medium (Chonoles Imlay et al., 2015). 

2. Add 0.1 mM EDTA to the bacterial culture. 

3. Add 0.2 mM cystine to the culture. Turn the shaker on and let the culture mix for 10 sec. 

4. Remove 1 ml of bacterial culture every 2-5 min. 

5. Centrifuge the 1-ml aliquot (30-60 sec) using microcentrifuge (13,800 x g).  

6. Place 0.5 ml of supernatant into a test tube and bubble it vigorously with nitrogen for minimum 

30 sec to remove hydrogen sulfide. 

7. Mix the bubbled supernatant with 0.5 ml of DTNB reagent by pipetting 3-4 times. 

8. Allow reaction for minimum 1 min and then measure the absorbance at 412 nm. 

9. Calculate the thiol concentration using extinction coefficient of 13 OD/mM of cysteine. Multiply 

the obtained value by 2 to correct for the dilution by the DTNB reagent. 

Note: Escherichia coli cells fed cystine excrete a significant amount of thiols (3-4 micromolar per 

minute at 0.1 OD). The excreted thiols are mostly cysteine (about 90%) and hydrogen sulfide 

(about 10%). Mass spectroscopic analysis has shown that the release of other biological thiols, i.e., 

glutathione, is negligible (Korshunov et al., 2016). Cysteine can be unstable in aerated medium 

because adventitious metals can catalyze its oxidation; therefore, EDTA is included to block this 

reaction. Nitrogen bubbling is necessary to remove hydrogen sulfide from the solution. Typical 

results are presented in Figure 1. 
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Figure 1. Sample time course of cysteine excretion. The progressive accumulation of 

cysteine in the supernatant of wild-type (MG1655) E. coli cultures was tracked after cystine 

addition. Cells were at 0.1 OD in minimal glucose medium. Cystine was added at time point 

zero. The rate of cysteine accumulation in the medium is 3.1 μM/min.  

 

B. One-time sulfide measurements for sealed cultures 

1. Grow E. coli cultures to OD 0.1 in a medium that contains sulfate as the sole sulfur source, 

such as minimal A medium (Chonoles Imlay et al., 2015). 

2. Transfer 1 ml of bacterial culture into a 2 ml plastic tube in a heater at 37 °C.  

3. Add 0.1 mM cystine. Close the tube and seal it with Parafilm.  

4. Incubate for 10 min at 37 °C. Agitation is not necessary.  

5. Remove Parafilm, open the tube and quickly add 0.1 ml of 20 mM DMPDA followed 

immediately by 0.1 ml of 30 mM ferric chloride. Acidification will lyse cells; the DMPDA/ferric 

chloride will detect sulfide that had been released during the prior incubation period. Close the 

tube and seal it with Parafilm. To avoid the loss of hydrogen sulfide, do not pipet or mix the 

culture until the tube is closed and sealed.  

6. Shake the sealed tube and keep it in the dark at room temperature for 15 min. The control 

culture should not contain cystine.  

7. After the incubation, remove Parafilm and centrifuge the samples in a table centrifuge for 5 min 

at 13,800 x g.  

8. Carefully transfer 1 ml of the supernatant to clean plastic tubes.  

9. Measure the optical density at 650 nm.  

10. The extinction coefficient may vary depending on the medium and lies between 16-20 OD/mM 

of sulfide with typical mean of 17 OD/mM. In some media (for example, glycerol-containing 

minimal A medium) the absorbance value of the sample may drift over the time of incubation 

with DMPDA; therefore, the time span between the addition of DMPDA and the measurement 

of absorbance should be as consistent as possible and should not differ between samples by 

more than 2-3 min. A calibration curve using sodium sulfide in the 0.5-20 micromolar range 
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should be obtained for each medium. This method was modified from Siegel (1965). Typical 

results are presented in Figure 2. 

 

 
Figure 2. Sample single-point sulfide measurements in bacterial cultures. A wild-type 

MG1655 cell culture (OD 0.1) in minimal A glucose medium was incubated for 10 min in the 

absence or presence of 0.2 mM of cystine, and the evolved hydrogen sulfide was then 

measured using DMPDA. Sterile medium was used as a blank; note the substantial 

background value. The suspension from cystine-fed wild-type cells accumulated 3.5 

micromolar sulfide. The strain that was unable to import cystine into the cell (tcyP) did not 

produce any detectable sulfide. 

 

C. Time course for sulfide accumulation in open growing cultures 

1. Grow E. coli cultures to OD 0.1 in minimal A medium, with sulfate as the sole sulfur source. 

2. Place 12 ml of the culture into a 50 ml flask.  

3. Add 0.2 mM of cystine.  

4. Seal the flask with stopper. Shake the culture at 180 rpm.  

5. Take 1 ml samples every 5 min. Do not keep the flask open for more than 5 sec.  

6. Perform Steps B4-B8 from ‘one-time measurements for sealed cultures’ section. 

The time interval between the addition of DMPDA and actual measurement of a sample should be 

constant. Because a fraction of sulfide is lost during the withdrawal of the sample, the expected 

underestimation of the real sulfide production is about 10-20%. This value can be checked with 

standard samples of sodium sulfide. 

The DMPDA-based method for sulfide determination may not work properly if high cysteine 

concentrations (> 5 mM) are present in the medium. The weakness of this method is that, despite 

high reliability and sensitivity, the signal/background ratio is not optimal at low sulfide 

concentrations (see Figure 1). To address this situation, we developed a simple and sensitive 

DTNB-dependent system that employs an alkaline trap.  

 

D. DTNB-based procedure with an alkaline trap 

1. Grow E. coli culture to OD 0.1 in minimal A medium, with sulfate as the sole sulfur source. 
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2. Connect the outlet of one gas-washing bottle with the fritted tube of the other (Figure 3). 
 

 
Figure 3. Arrangement for continuous trapping of sulfide released by cultures. A. Bottle 1 

contains the active bacterial culture and may be located in a water bath. The inlet of the bottle 1 

is connected to the cylinder with compressed air; the outlet of the bottle is connected to the inlet 

of the bottle 2 containing the alkaline solution. The outlet of the bottle 2 is not sealed. After 

addition of cystine to the bottle 1 the cap of this bottle is fixed by the rubber or metallic spring 

hooks to the bottle’s body. At intervals, samples from bottle 2 and removed, and sulfide is 

assayed. B. Photographic depiction of the sulfide trap. 

 
3. Fill the first bottle (bottle 1) with 75-100 ml of the bacterial culture (0.3-0.4 OD).  

4. Fill another bottle (bottle 2) with an equal volume of 0.1 M KPO4 buffer at pH 11.  

5. Set the air flow to 0.3-0.4 L/min. (Air flow is easily measured by quantifying the rate of water 

displacement when the line is directed into an inverted water-filled graduated cylinder.)  

6. Add 0.5 mM of cystine and seal the bottle. The flow of air passes through the bacterial culture 

and carries the released hydrogen sulfide to the alkaline solution in the next bottle. Hydrogen 

sulfide is deprotonated and thereby trapped in the alkaline solution of bottle 2.  

7. Periodically remove 0.5 ml of the alkaline solution and mix it with 0.5 ml of 0.5 mM DTNB 

solution in 0.5 M KPO4 (pH 7). Determine absorbance at 412 nm.  

8. Calculate hydrogen sulfide content using extinction coefficient of 26 OD/mM of hydrogen 

sulfide. Note that a correction should be made for the 1:1 dilution of the sample solution into the 

DTNB solution.  

The rate at which sulfide is taken away from bacterial culture is proportional to its concentration in 

the medium, so the rate of accumulation of sulfide in bottle 2 will increase over time until the rate of 

sulfide formation by cells in bottle 1 equals the rate of sulfide removal to bottle 2 (Figure 4). A small 

part of the sulfide from the gas mix will not be trapped in the alkaline solution of bottle 2 due to an 

incomplete gas:liquid exchange process. This portion can be determined by spiking a standard 

amount of sodium sulfide into bottle 1 and quantifying its recovery in bottle 2. The purpose of the frit 

is to create smaller bubbles that enhance exchange; the general technique can be replicated with 

pipets, but sulfide trapping may be less efficient.  
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Figure 4. Sample time course of sulfide accumulation in an alkaline trap. Hydrogen sulfide 

formation was initiated by the addition of 0.5 mM cystine to an MG1655 culture (0.3 OD) in 

minimal A glucose medium. After addition of cystine the cell culture was sealed. Air flow rate 

was 0.35 l/min, the suspension volume was 75 ml, the trap volume was 75 ml. 0.1 KPO4 buffer 

taken as a blank. At intervals, aliquots were removed from the trap and thiol content was 

quantified by DTNB treatment. The initial lag represents the time needed for initial sulfide 

accumulation in the culture; the final slope represents the rate of sulfide evolution by the 

bacteria.  

 

E. Determination of the efficiency of the alkaline trap 

1. Fill bottle 1 with 75-100 ml of the medium containing 10 micromolar sodium sulfide. 

2. Fill bottle 2 with an equal volume of alkaline solution. 

3. Take 0.5 ml samples from each bottle and mix with 0.5 ml of the DTNB solution. 

4. Seal bottle 1 and adjust the air flow to 0.3-0.4 L/min. 

5. Bubble air for 10 min and repeat Step E3. 

6. Compare the change in OD from both bottles. The drop in OD from the pre- and post-gassing 

samples of bottle 1 represents the amount of sulfide that was removed by gassing. The rise in 

OD from the pre- and post-gassing samples of bottle 2 represents the amount of sulfide that 

was successfully trapped. Thus the efficiency of the trap is (ΔOD bottle 2)/(ΔOD bottle 1). The 

efficiency observed in our experiments was about 80-85%. 

Note: All our bacterial cultures were handled at 37 °C. For this reason, the washing tubes were kept 

in a pre-warmed water bath. 

 
Data analysis 
 

Cysteine-excretion and sulfide-excretion rates are calculated from the slope of the data (see 

Figures 1 and 3), using the absorbance values of standard samples to convert rate of absorbance 

change to rate of analyte concentration change. DMPDA determinations of sulfide in bacterial 
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cultures rely on single measurements per sample; blanks from sulfide-free samples are subtracted 

before calculating the sulfide content of experimental samples. Technical replicates can be 

determined for each point and averaged, and best-fit curves are calculated. As discussed below, 

most variation arises from biological variance, which has different sources depending upon the 

phenomenon being studied; accordingly, workers are encouraged to measure biological replicates, 

but the nature and degree of the variation are not addressed here.  

The technical variation among samples is modest. Three micromolar cysteine in culture 

supernatants was measured with a standard error of 2%. Three micromolar sulfide in culture 

supernatants was detected with SEM of 7%. Three micromolar sulfide in an alkaline trap was 

detected with SEM of 2%. Precision in the cysteine and sulfide-trap analyses is improved by 

obtaining multiple time points, if the experimenter is confident that the actual rates of excretion do 

not change over the course of the measurement. 

 
Notes 
 

Variability in data is dominated by variance among biological rather than technical replicates. There 

are a variety of scenarios that might attract the interest of biologists, and so we do not attempt to 

highlight the issues that might impinge upon fluctuations in cell behavior. In general, the excretion 

of hydrogen sulfide depends upon the efficiencies of cysteine/cystine import and the titers of 

desulfidases; each of the responsible proteins is regulated (Korshunov et al., 2016). Similarly, 

cysteine efflux rates also depend upon the induced levels of export systems (Chonoles Imlay et al., 

2015). Therefore, experimenters who wish to track rates of sulfide or cysteine efflux are 

encouraged to tightly control cell-handling protocols, particularly with respect to medium, time, and 

temperature. 
 
Recipes 
 

1. Stock solutions (prepared freshly, stored on ice) 

50 mM DTNB in 100% ethanol 

20 mM DMPDA in 6 M hydrochloric acid 

30 mM ferric chloride in 1 M hydrochloric acid 

50 mM cystine in 0.2 M hydrochloric acid 

50 mM EDTA, pH 8.0 

2. Buffers and medium stocks for the medium 

0.5 M phosphate buffer: 5 g KH2PO4, 11 g K2HPO4, 200 ml of deionized water; adjust pH to 7.0 

0.1 M phosphate buffer for the alkaline trap: 20 ml of 0.5 M phosphate buffer mixed with 80 ml 

of deionized water. Adjust pH to 11 using 6 M KOH 

0.5 M magnesium sulfate in deionized water, autoclave for 30 min  

20% glucose (w/v): 20 g glucose in 100 ml of deionized water, autoclave for 30 min  
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3. Minimal A medium 

1.05 g K2HPO4  

0.45 g KH2PO4 

0.1 g (NH4)2SO4 

0.05 g sodium citrate dihydrate 

100 ml of deionized water 

Note: Autoclave the medium for 30 min, cool to room temperature, and then add 0.1 ml of 0.5 

M magnesium sulfate and 1 ml of 20% glucose. 
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